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We demonstrate the successful operation of a multi-element superconducting nanowire single-photon detector 
(SSPD) array integrated with a single-flux-quantum (SFQ) readout circuit in a compact 0.1 W Gifford- 
McMahon cryocooler. A time-resolved readout technique, where output signals from each element enter the 
SFQ readout circuit with finite time intervals, revealed crosstalk-free operation of the four-element SSPD array 
connected with the SFQ readout circuit. The timing jitter and the system detection efficiency were measured 
to be 50 ps and 11.4%, respectively, which were comparable to the performance of practical single-pixel SSPD 
systems. © 2012 Optical Society of America 

OCIS codes: 030.5260, 040.1240, 040.3060, 040.5160, 270.5570. 



Superconducting nanowire single-photon detectors 
(SSPDs) are promising components in a wide range 
of applications, e.g., quantum key distribution, optical 
communications, and quantum optics, due to their many 
advantages [1-5]. Further improvement in performance is 
strongly desired, and one important feature is the count- 
ing rates limited by the large kinetic inductance re- 
sulting from the long nanowire. Although miniaturiza- 
tion of the active-area size effectively reduces the sys- 
tem detection efficiency (DE) simultaneously decreases 
due to inefficient optical coupling. In order to overcome 
this trade-off, a multi-element SSPD array is an attrac- 
tive solution since this configuration can also provide 
spatial and pseudo-photon- number resolution [6]. 

Readout technology is an important issue in develop- 
ing a multi-element SSPD array system for practical use. 
The single-flux-quantum (SFQ) circuit is an adequate 
choice for readout electronics of the SSPD array because 
the required number of coaxial cables introduced from 
room temperature can be reduced in comparison to a 
conventional readout [7-9]. By implementing SFQ cir- 
cuits and SSPDs, the heat load from the room tempera- 
ture through the coaxial cables is significantly reduced. 
Furthermore, the SFQ operates at high speed, low jit- 
ter, and low power consumption. Previously, we demon- 
strated the fundamental operation of single-pixel SSPDs 
integrated with a SFQ circuit in a cryocooler with a cool- 
ing power of 0.7 W [9]. Thus, the next step should be a 
correct operation of a multi-element SSPD array inte- 
grated with the SFQ circuit in a compact closed-cycle 
cryocooler system from practical perspectives. 

In the SSPD array system, undesirable interference be- 
tween elements, or crosstalk, must not occur for proper 
operation. In [6], the crosstalk of a two-element SSPD 
array was verified and no measurable crosstalk was ob- 
served in the conventional readout technique. On the 
other hand, in the SFQ readout once the output signals 
from each element are merged, it is unable to identify 
the reacted element, making crosstalk measurements dif- 



ficult. To solve this problem, the output signals must be 
time- resolved after being merged in the SFQ circuit. 

In this letter, we demonstrate the successful operation 
of a four-element SSPD array integrated with a SFQ 
readout circuit in a 0.1 W Gifford-McMahon (GM) cry- 
ocooler system, which is commonly employed for prac- 
tical SSPD systems with single-pixel devices [10]. We 
verify the crosstalk and timing jitter by applying a new 
readout technique, which enables us to identify the sig- 
nal for each element in a time-correlated single photon 
counting (TCSPC) measurement. 

The SSPD array presented in this letter consists of 
a linear layout of four NbN meandering nanowires (el- 
ements A, B, C, and D in series) with a total area of 
15 x 15 fim 2 [11]. The thickness of the film is 4.5 nm, 
and the nanowire width and period are 100 nm and 200 
nm, respectively. An optical-cavity structure, as reported 
in [12], was not attached to the device this time. The 
fabrication process is basically identical to that for the 
single-pixel SSPD, described elsewhere [13]. The super- 
conducting critical temperatures are 10.4 K for all ele- 
ments and the superconducting critical currents, I c , arc 
38.1, 37.5, 39.1, and 39.9 ^A for the elements A, B, C, 
and D, respectively. We confirmed that there is no mea- 
sureable crosstalk in I c between the elements [6] . 

The SSPD array device was mounted on a fiber- 
coupled package, modified from the one for a single-pixel 
SSPD [11]. The package has four miniature RF connec- 
tors that can pass signals with a frequency up to 110 
GHz. Each element in the package was connected to a 
corresponding connector through a coplanar waveguide 
line on the SSPD array chip. Incident light entered the 
device through a single-mode optical fiber from the back 
side of the chip, which also enables photon irradiation for 
optical-cavity SSPDs. In order to achieve efficient optical 
coupling, small gradient index lenses with a beam waist 
at the device of 8-10 fim were fusion spliced to the tip of 
a fiber. Prior to cooling, optical alignment between the 
incident light spot and the active area was performed. 
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Fig. 1. (a) Implementation of the GM cryocooler system, 
(b) Schematic setup of SSPD array with SFQ circuit. 
Each element and SFQ input are connected by coaxial 
cables of different lengths. For simplicity, four bias lines 
to drive SFQ circuit are not shown in the schematics. 



The SFQ readout circuit for the SSPD array was fab- 
ricated by SRL with a 2.5 kA/cm 2 Nb standard pro- 
cess. In the circuit, there are four magnetically coupled 
DC/SFQ (MC-DC/SFQ) converters consisting of an in- 
put transformer connected to a 50 £1 load resistor and a 
DC/SFQ converter where SFQ pulses are generated at 
the rising edge of each input pulse. Details on the MC- 
DC/SFQ converter are described in [7]. Generated SFQ 
pulses transmit to a signal processing unit consisting of 
three confluence buffer (CB) gates, which has a function 
of multiplexing two input channels without clock pulses. 
As a result, the four input channels are multiplexed into 
a single channel. Merged SFQ pulses are sent to a voltage 
driver and converted into a rectangle pulse shape with 
an amplitude of 1.8 mV and a duration of 1.6 ns, easily 
detected using conventional electronics. 

The fiber-coupled SSPD array package and the SFQ 
circuit were implemented into a closed-cycle GM cry- 
ocooler system with a cooling power of 0.1 W at 4.2 K, 
as shown in Fig. 1 (a). Nine brass semi-rigid coaxial ca- 
bles were introduced into a cryocooler system: one cable 
for the output signal and eight cables for the bias cur- 
rent supplied to the SSPDs and the SFQ readout circuit. 
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Fig. 2. Histogram of time-correlated counts of SFQ out- 
put at a dark count rate of 100 cps. Colored bar graphs 
indicate the histogram of the SFQ output when one ele- 
ment was biased. Black lines indicate the histogram for 
all elements biased. 



The eight coaxial cables for the bias can be replaced by 
dc cables with a much lower thermal conductivity in the 
future, reducing the heat load to the cryocooler system. 
The SFQ circuit was surrounded by a double ^-metal 
shield in order to avoid vortex traps. The sample stage 
was cooled down to 2.35 K with a thermal fluctuation 
range of 5 mK. By applying a bias current of around 40 
mA to the SFQ readout circuit, the sample stage tem- 
perature increased to 2.42 K, which is still low enough 
for the operation of both the SSPD and the SFQ circuits. 

We first verified the crosstalk in the output signal 
counts of the each element. In order to identify the re- 
acted element even after the output signals are merged in 
the SFQ circuit, we adopted a new configuration shown 
in Fig. 1 (b). Each element of the SSPD array was bi- 
ased independently by voltage sources, and connected 
to SFQ input ports using coaxial cables with different 
lengths: 10, 15, 20, and 25 cm for elements B, D, C, and 
A, respectively. Since the output pulses generated at the 
each element travel to the SFQ circuit through the coax- 
ial cables with different length, the arrival times at the 
SFQ input port are different for each element. Assuming 
a delay time in the coaxial cable of 5 ns/m, a 5 cm dif- 
ference in cable length gives an arrival time difference of 
250 ps, which is adequate to separate signals from other 
elements because the timing jitter of the SFQ pulse is 
expected to be around several tens of picoseconds [9] . 

Using this readout configuration, we measured the his- 
togram of the time-correlated counts. In this measure- 
ment, we used a 1550 nm wavelength pulsed laser with 
100 fs pulse width. The light power was heavily attenu- 
ated at around 0.1 photon per pulse at the optical input 
port of the cryocooler, so as not to react several ele- 
ments at the same time. The time correlation between a 
synchronized trigger pulse and the output pulse from the 
SFQ circuit was measured by the TCSPC module with a 
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Fig. 3. System detection efficiency versus bias current for 
the each element using the SFQ readout. Inset: system 
detection efficiency versus bias current after realigning 
light-spot position around element B. 



resolution of 1 ps. Figure 2 shows histograms of the time- 
correlated counts from the SFQ output at the dark count 
rate of 100 cps. Colored bar graphs indicate histograms 
when only one element was biased. Output peaks with a 
full width at half maximum (FWHM) of 50-54 ps from 
each element appeared at different timing positions, cor- 
responding to arrival time delays. Although there is a 
variation in peak levels for each element, this comes from 
a difference in the DE of the each element, as discussed 
later. The black line in Fig. 2 shows a histogram when 
all four elements were biased simultaneously. The out- 
put peaks from the four elements were clearly separated 
even when all elements were operated and merged by 
the SFQ circuit. Comparing the center position and the 
FWHM of the each peak to those biased individually, we 
obtained the difference of the center position within 2 ps 
and that of the FWHM within 2%, both of which are 
smaller than the measurement noise. This means that 
all elements were unaffected by a bias current to the 
other elements. These results indicate that the SFQ cir- 
cuit correctly merged the signals from all elements and 
produced output signals without any crosstalk. 

Figure 3 shows the bias current dependence of the 
system DE with the SFQ circuit. In this measurement, 
a 1550 nm wavelength continuous-wave laser diode was 
used as an input photon source. The output power was 
heavily attenuated to a level of 10 6 photons per second. 
The element C has the highest DE of 7.9%, and the el- 
ements B and D, which are both sides of the element 
C, have a DE of 0.7% and 2.8%, respectively. On the 
other hand, element A has an extremely low DE of less 
than 0.1%. The DE variation qualitatively agrees with 
the peak levels from each element in Fig. 2. This re- 
sult indicates that the incident light spot shifted slightly 
from the center of the active area, and the spot center 
was positioned around element C. Since the diameter of 
the light beam waist is 8-10 /im, incident photons rarely 



entered element A. To confirm this, we realigned the spot 
position around element B. As a result, as shown in the 
inset of Fig. 3, the variation of the DE changed and now 
element B has the highest DE whereas element D shows 
the lowest DE. This means that the SSPD array actually 
has a spatial resolution because the photon-absorbed po- 
sition can be identified from the peak-level variation in 
the output counts of the each element. The present time- 
resolved readout configuration should be suitable for var- 
ious applications such as imaging sensors and spectro- 
scopic systems, since this configuration can multiplex 
signals without losing position information. The total 
system DE of the present array system is 11.4% since no 
crosstalk was observed. This value is comparable to that 
for practical single-pixel SSPD systems used for quan- 
tum key distribution demonstration [3]. The DE will be 
improved further by adopting an optical-cavity structure 
and an interleaved layout of the array. 

In conclusion, we have presented the successful opera- 
tion of a four-element SSPD array integrated with a SFQ 
readout circuit in a compact CM cryocooler with a cool- 
ing capacity of 0.1 W. The time- resolved readout setup 
with a SFQ readout circuit clearly distinguished each ele- 
ment signal. We have verified that there was no crosstalk 
between elements even when connected with the SFQ 
circuit. This readout configuration also can be applied 
to imaging sensors and so on with spatially-addressed 
SSPD arrays. Our results formed the basis for the devel- 
opment of practical multi-element SSPD array systems. 
The improvement and evaluation of total system perfor- 
mance will be considered in a future work. 
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